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IMPROVEMENTS IN NEUTRON AND GAMMA MEASUREMENTS FOR MATERIAL TESTING REACTORS

In order to ensure quality and relevance of irradiation programs in the future Jules Horowitz Reactor (JHR), the CEA has significantly increased its R&D efforts in the field of in-pile instrumentation. Major progresses have thus been achieved in capability to perform accurate in-pile measurements using reliable and updated techniques. Improvements in neutron and gamma measurements are illustrated below.

CEA's MATiSSe toolbox is now operational for SPND design, simulation and data analysis. It is particularly relevant for the study of neutron detection systems to be implemented in future reactors.

While most fission chambers are primarily used for thermal neutron detection, the CEA and the SCK•CEN have jointly developed and patented the first and unique acquisition system able to provide an online measurement of the fast neutron flux (E>1MeV) in typical MTR conditions, where overall neutron flux level can be as high as 10 15 n.cm -2 .s -1 and is generally dominated by thermal neutrons, and where high gamma flux can disturb fission chamber measurement. FNDS has been validated in 2015 after successive tests at the Belgium BR2 reactor and at the French ISIS reactor. FNDS signal was compared to reference thermal and fast neutron flux measurements using activation dosimeters analyzed under COFRAC ® Quality Certification. FNDS proved its ability to measure online both thermal and fast neutron flux with an overall accuracy better than 10%. 

Development of miniature gas ionization chambers

The CEA developed a miniature gas ionization chamber (MIC) designed to be operated on a large range of photon flux levels covering MTR conditions, up to a few 10 14 γ.cm -2 .s -1 . Tests performed from 2012 to 2015 at the French OSIRIS reactor and at the Polish MARIA reactor proved the consistency of the MIC signal with other evaluations of gamma flux. Furthermore, tests performed in 2014 at the Slovenian TRIGA Mark II reactor confirmed the relevance of MIC sensor for online and real-time evaluation of gamma flux over a wide range of flux level. MIC has proven to be particularly appropriate to monitor real-time the reactor power, but also to follow reactor SCRAMs (reactor shutdown with rapid insertion of control rods). Finally, MIC are versatile sensors with a large dynamic measuring range. They are excellent candidates for gamma flux characterization, as well as real-time monitoring of reactor power. Typical SPND

Significant advances in the capability to monitor online and real-time neutron and gamma flux in MTRs have recently been achieved. Calibration processes have also been improved using combination of modelling and comparison with dosimetry measurements, leading to substantial reductions to the uncertainty budget, and extending the operating range of sensors from relative to absolute neutron or gamma flux evaluation.

Furthermore, the released instrumentation covers also a large range of potential applications in other research and power reactors.
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in Self-Powered Neutron Detector simulation

  

	Self-Powered Neutron Detectors (SPND) are major contributors to neutron flux
	evaluation, due to their robust construction, simple use and relatively low cost.
	Nevertheless SPND response calibrations need to be adapted to diverse irradiation
	conditions, requiring numerous and fastidious calibration tests. In this perspective, the
	MATiSSe numerical toolbox has been developed for SPND design, simulation
	and operation.
	Between 2011 and 2014, successive dedicated experiments have been performed to
	validate MATiSSe : different types of SPNDs, including Rhodium, Cobalt and Silver
	emitter materials and various geometries, have been tested at the Slovenian TRIGA
	Mark II reactor, at the French OSIRIS reactor, and at the Polish MARIA reactor. Results
	show the good agreement between the SPND currents evaluated by MATiSSe and the
	measurements.
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