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  Not allow to receive Pu and mixed U-Pu samples  Reception of the uranium nitrate sample 9688-01 (23 th january 2015) correction using the Sample standard bracketing (SSB) method • Materials : SRM U-050 used to correct instrumental bias SRM U-010 used to control the mass bias correction applied • Mean of the 3 measurements and associated uncertainties (given with a coverage factor equal to 2) • Comparison with NBS U-015 uranium isotopic standard Results and comparison to NBS U
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